MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
-8TATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT : received 10/13/13ep6gt s
{ REVIEWED :
Complete this report al the ime of the ragular monthly preventive maintenance check (not to exceed 35 da{sy.amwayet 1:36 pr, Nov 04, 2013
Complete this repoit whenever the Instrument is serviced or repaired and whenaver it is placed Into service.
Retaln ihe original and send a copy within 15 days to the Breath Aleohot Program, DHSS.

DATAMASTER SN NAME OF AGENCY [DATE OF INSPECTION
201237 Lee's Summit Police Department 10/01/2013
LOCATION OF INSTRUMENT {STREET AND CITY) 4 TIME OF INSPECTION
10 NE Tudor Rd, Lee's Summit, MO 64086 3:56 pm

CHECKLIST: Place a mark In the box by each item If found to be satisfactory or if operating within established limits. (Write In observed values
where datermined.) Unmarked ltems must be corrected before using Instrument.

[/ DIAGNOSTIC CHEGK (PRINTOUT ATTACHED) DATE AND TIME {rom printout) 10/01/2013 1556 HRS
V] computer " ~ lpeTecTor
IProGRAM e . I FiLteRs
HEATERS SAMPLE CHAMBER 49.0°C QUARTZ STANDARD
[/] FLOW DETECTOR GALIBRATION
PUMP HIGH SPEED [/] PRINTER J

INDICATOR LIGHTS

] SIMULATOR SOLUTION SUPPLIER Guth Laboratories Lot # 12040 EXP, DATE 03/07/2014 -

7] SIMULATOR TEMP {34°G + 0,2°C) 34.0 °C SIMULATOR SN SD3148 EXP. DATE 01/07/2014

CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a standard solution. All three tests must he within £5% of the standard value and must have a spread of .005 or
lass. Mark the box corresponding to the standard solutlon belng used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TESTtw= 402 TEST2w% 4n2 TEST3 = 402

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS (0 [(0-.04) 0 {.05-.08) 0 {.10-.14} 0 {(.15-.18) 0 OVER .19 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFAGTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF HEGESSARY),

None

INSPECTING OFFICER . . ... ...

SIGNATYRE K m - ’ PRINT FULL NAME
?/;\1 4A4uﬁ&0/\, 7 \x 9{ ' MPO Jennifer L Kudzinski
TYPE RM;TNUEWHHANDN ohre () TELEPHONE NUMBER
230721 06/12/2015 {816)969-4150
RETUNN COMPLETED REPORT TO THE: Breath Alcohal Program, MO Department of Health and Senlor Services, Southeast Distrigt Office
2875 James Blvd.
Poplar Bluff, MO 63501 ‘
MO 580- 1468 {2-08) AN ECUAL OPPOATUNITY/AFFIRUATIVE AGTION EMFLOYER LAB-H16

eanvicas provided on a nondsermalory bas's
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TYPE I

JENNIFER KUDZINSKI

i

- and:operate the following breath analyzer(s); .

| DATY

PERMIT

STATE OF MISSOURI
BREATH ALCOHOL PROGRAM
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5000, ALCO-SENSOR IV W/PRINTER

pervise cpiarators, frain Instructors, Inspest, caliorate, perform flald servies and repalrs,

INTOXILYZER

ASTER,

" {or the deterination of the aloholle canfent of blood trom a sample of expired &, Pamlt ssusd under the provisions of sec

577.020 through B77.041; ASMo and 308.111 through 300

fis, heraby aQihor'féed to Ingtruct and

tlons

LA (RA-10}

s i

ﬁﬂ.o »ﬂ.&u&ng 3.,

Bl \J@uﬂj.
- Ac.ﬁng Diyects;

_ DIREGTOR GF DEPARTMENT OF HEALTH ANO SENIOR SSRVICES -

st

DIREGYOR GF STATE FUBLIS HEALTH LABORATORY
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NIST ?.nnaﬁ&t.ﬁ&. - !
Testing was ‘conducted. Eanh naz
.. values are.tracocble to. NIST, . ‘
Al balances are; calibrated §hﬂn-% .,.Q n& qn&c&m nwdm@ E.Nuw. Ea.a. n_zunanvrn ‘%a,ﬁba '
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DATE




